Comparison of conventional dental radiographs and xeroradiographs using perceptibility curves.
Most comparisons between dental radiographs and dental xeroradiographs to date have been qualitative. Because the processing techniques and receptor materials are so dissimilar, a simple, objective comparison has been difficult. This report outlines a quantitative comparison technique that is easily reproduced.